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£+ The Validation Centre (TVC) Limited
o Unit 9, Sinclair Court, Faraday Road

V/ N\ Gapton Hall Industrial Estate, Gt. Yarmouth, Norfolk, NR31 ONH
A Tel: 01493 443800 Fax: 01493 443900

CERTIFICATE
OF
CALIBRATION

A\ The measurements reported in this certificate were carried out using equipment whose
R measured values are traceable to National Standards.

All procedures employed and results reported are in conformance to the requirements

7 of 1S010012:2003.
%ﬁ 77 The performance of the instrument was determined by comparison with the
‘ manufacturers specification as found in the instrument handbook or other technical
' publications.
% 4 INSTRUMENT: Holiday Detector SERIAL NO: 8950462
] MANUFACTURER: Fisher
\ /) MODEL: Poroscope HV20
A DATE OF ISSUE: 10" November 2011
CALIBRATION DUE: 10™ November 2012
. //N\\.| CERTIFICATION NO: 1295.11 JOB NO: 5489
/N 7 CLIENT: Tisan d.o.0
A Tijani 6
51000 Rijeka
W7 N\ Croatia
N 51000
> CALIBRATEDBY:  S. Durrant { P SIGNED:
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